Guidance for the decontamination of intracavity medical devices: the report of a working group of the Healthcare Infection Society.
Intracavity medical devices (ICMDs) are used in a wide variety of healthcare settings. The approach to their decontamination and the resources available also differ widely. Their potential for infection transmission is considerable. To produce a comprehensive risk assessment-based approach to the decontamination of ICMDs, accompanied by an adaptable audit tool.